Minimizing corneal endothelial damage due to intraocular lens contact.
Previous studies have shown that momentary contact between a methylmethacrylate intraocular lens and the corneal endothelial cells results in extensive cell damage. This contact damage is reduced by coating the pseudophake with various solutions prior to contact with the endothelium.